A simple method of diverting anaesthetic waste gases and vapours from the Engström ECS-2000 ventilator.
A simple method of diverting anaesthetic waste gases from the Engström ECS-2000 ventilator is described. Unless special precautions are taken the digital volume measurement may be influenced; the simple solution of this problem is given.